RECEIVED puss s
By Carol Day at 8:18 am,

MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT GHQ Academy

Complete this report in duplicate al the time of the regular monthly preventive mainlenance check, and whenaver instrument
is repaired, Send copy to Deparimeant of Health; relaln original in departmaent Hle,

CATAMASTER SH DATE OF INSPECTION
204082 6/2/2009
LOCATION OF INSTRUMERT (STREET AND CITY} TIME OF INSPEGTION
1510 E. Elm 81, Jefferson City ' 14:07

CHECKLIST: Place a chack (v) to lhe ielt of each item it found 1o be salisfactory or if operating within estabiished limits. {(Wrile
in observed values where determined.} Unchecked ltems must he corrected before using instrument.

W] DIAGNOSTIG CHECK (PRINTOUT ATTAGHED)

COMPUTER ] DETECTOR

PROGRAM &/ EILTERS

HEATERS SAMPLE CHAMBER ~ +49°C ] QUARTZ STANDARD o
(/) FLOW DETECTOR W] CALIBRATION

PUMP HIGH SPEED ~ [] PRINTER

W] INDICATOR LIGHTS

TIME AND DATE 13:35 6/2/2009

SIMULATOR TEMPERATURE (34 9C L 0.2°C) 434.17°C

f¢] CALIBRATION CHECK -
Run three tests using a standard solution. All three lesis must be wilhin = 5% of ihe standard value and must have a
spread of .005 or less. Check the box corcesponding lo the siandard solullon being used. (PRINTOUT ATTACHED) {USE
RECIRCULATION PUMP)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

([} 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 W™ 00 TEST2 #™ Bl TEST3 ™ a0

/] PERFORM R.F.I. TEST {PRINTOUT ATTACHED)

NUMBER OF REFUSALS, SINGE LAST MAINTENANCE REPOHT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS}

KEFUSALS O {0-.04) 0 {.05-.09) 0 {.10-.14} 0 {.15-.19} 0 (Over .19) 0

List any new parls and describe any alteration or modification that was made lo reslore the instcument to operate salisfactorily
and within established limils {use othor side if necessary) '
Upgraded firmwara from 12-15-1999 1o 04-07-2008. Resat iime of instrument {DST), Recalibraled instrument.

Guth Laboratories, lot #08340, axplring

INSPECTING OFFICER -~ .7 =
SIGNATURE

>

10/15/2009

PRINT NAME
ol A Dewayne D. Carvar

il TELEPHONE NUMBER

10/29/2009 (573) 751-4722

MO £20-1468 (2-24) AN EQUAL GPPORTUNTTY/AFFIAMATIVE AGYION EWPLOVER Lab.-118
seevirt prowakid oa B nonERDriring lony Bars




®
A@é GUTH LABORATORIES, INC.

580 NORTH 67th STREET _® HARRISBURG, PA 17144. 4511 TELEPHONE: 717.564-5470

1

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol -

analysis instrument reading of 0.10 percent BAC,

The alcoh. and waier used in this solution were

free of test interfering substances.

<7 ;7

Ted L. Pauley, President
GUTH LABORATORIES, INC.




s 10/29/2009

State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

DEWAYNE D. CARVER

‘is hereby authorized to instruct and supervise operators, train instructors, inspect,
- calibrate, perform fleld repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic cohtéht of blood }Fom a sample of expired (alveolar)
air. Issued under the provisions of sections 577.020 through £77.041, RSMo 19886.

o 10/29/07 L : G e pad

" Director of State Public Heaith Labaratory = ..

Numt;er;'zzgz_lL oz v o o

. Dirsctor, Depariment of Health ~ -
MO 550-0771 {7-88} Lab. 4 [R7-88)




Evidence Ticket

BAC DataMaster

FACE THIS SIDE DOWN - THIS EDGE IN FIRST
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SAMPLE CHAMEER:

QKAY

FLOW DETECTOR:

PUMP
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OPERATOR SIGNATURE @é@%@h}.ﬂ .
N

Card Stock No.
60021

REORDER ALL SUPPLIES FROM N.PAS, |
DA DAY 1458 LIANGEIEL T Mkl 4A4GA: .

BAC DataMaster
‘Bvidence Ticket

 MISSOURI STATE HIGHUAY FATROL

' BAC DATAMASTER SERIAL NUMBER epdnsz

BE-B4-89

TESTING OFFICER:
* CRARVER/TEURYHED
" OFFICER I.D.: cdt
PERMIT MUMBER: 72@219 -
CEXPIRATION DATE: 1029089 - -
MISCELLANEOUS DATA:
.18 YAFOR CALIBRATION CHECK

. BUTH LAES LOT 89340 EXP 16-15/2009 -

wem SUPERVISOR MOTE ——-

" FACETHIS SIDE DOWN - THIS EDGE IN FIR!

14116
14110

“i4111

Cld4:d1

14:12
idrig
14213

14313

BLANK TEST . BEG
INTERNAL STAMDARD VERIFIED
EXTERMAL STAMDARD C L iee
BLAMK TEST L BBG
_ EXTERMAL STAMDARD  ~  .1i9d
_ U BLRHK TEST _ . .908
T EXTERMAL STAMDARD Lt
. _ELAMK TEST Wclol]
— N =3
S, = .1
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BAC DataMaster
Evidence Ticket

MISBOURI STRTE HIGHYAY PATROL

' FACE-THIS SIDE DOWN - THIS EDGE INFIﬁST

BAC DATAMASTER SERIAL NUMBER 284622

Bé&-34/69

FRREST TIME: @@:oq

 SUBJECT NAME:

%,
bBOB: 8i-61-81 SEXT M
ETATEZ/D.L. ¢ H¥AH
ARRESTING OFFICER!

s
GFFICER I.D.¢ ¥

" TESTIMG OFFICER:

CARVER-DEWRYNE-D
OFFICER I.D.: C41
PERMIT MUMBER: 72p2i%
EXPIRRTION DATE: 19-23-.89
MISCELLANEQUS DATA:

RFI TEST
-—— BREATH AHALYSIS —--
BLANK TEET .oeE
INTERMAL STAMDARD VERIFIED
SUBJECT SAMPLE . B8

RRDID IMTERFEREMCE

id:1s
“ldris
14118




